Introduction {#sec1-1}
============

Understanding of operative gliomas has undergone a giant stride in past decades, so as the treatment from simple unaided naked eye resection to intraoperative magnetic resonance imaging (IMRI), intraoperative radiotherapy in glioblastoma multiforme,\[[@ref1]\] or Advanced Multimodality Image Guided Operating suite, or the use of Raman effect\[[@ref2]\] for brain gliomas resection. This can only be eulogized and pertinent, if the postoperative magnetic resonance imaging (MRI) shows very minimal margin of glioma tissue which can be safely destroyed by radiotherapy with no neurological deficit so that the therapeutic advantage is maximized. The existing IMRI of developed countries is too costly to be affordable in any developing country. The use of the first IMRI 1.5 Tesla started in 1995\[[@ref3]\] with the so-called "double doughnut" design, which was dedicated to use in the operating room but costly and out of the reach of common and poor people of developing country at remote areas.

We have used the preexisting (refurbished) three side open "C" shaped 0.2 Tesla MRI for IMRI in a very remote area (at rural areas of the India). In this technique, the MRI and the operating theater were merged. MRI table was used as an operation table. With this technique, the confidence of the neurosurgeon was greatly raised, so the time of operation is reduced. As a result, the surgical goal of complete or optimal resection can be achieved without any guesswork. Ultimately, what this means for the glioma patient is increased likelihood of longer survival brought about by a more thorough tumor resection in an affordable manner.

Materials and Methods {#sec1-2}
=====================

This IMRI system is a refurbished three side open "C" shaped 0.2 Tesla (SIEMENS MAGNETOM). Furthermore, increasing demand for more Tesla MRI (in the metropolitan cities of India and developed countries at abroad) for diagnostic use made 0.2 Tesla open MRI available with the dealers in a very low cost. Furthermore, this MRI can be used as diagnostic and therapeutic way according to our need. One door is attached to standard operation theater for the operation purpose (for brain and spine cases both), and the other door is attached to the diagnostic gallery from where the patients can enter for routine diagnostic study \[[Figure 1](#F1){ref-type="fig"}\].

![Setup of intraoperative magnetic resonance imaging, operation theater, computed tomography scan, and Intensive Care Unit](AJNS-12-691-g001){#F1}

This IMRI was sterilized in the same way as the normal neurosurgical operation theater with formalin the night before surgery. The head coil was sterilized by using formalin tablets.

The table of MRI is used as an operating table along with two orthogonal axes. The echo planar imaging (EPI) center is the center point where the magnetic effect is maximum under the magnet. A patient was taken the P3 level (farthest) and as and when we require MRI to be done; then, the table can slide to P1 level (nearest). The oxygen and nitrous cylinder with suction machine were kept outside the MRI room in the adjacent operation theater room, and their connecting tubes were taken in MRI cabinet room via a vent. The small handy portable Boyle\'s anesthesia trolley was taken inside the MRI room with a small monitor. Handy portable pulse oximeter and BP instrument are used separately. Anesthesia was given in the MRI room on the MRI table.

Operative instruments were the same as for nonIMRI cases. Thus, 0.2 Tesla IMRI is beneficial as compared to 3.0 Tesla IMRI.

Scout MRI with contrast was done at P1 level preoperatively. We noted X and Y co-ordinates of MRI table during the scout film, which is always used in every re-examination, to avoid doing scout films again and again and thus decreasing the time of operation.

General anesthesia was given at P3 level, and skin marking was given with the help of MRI contrast guidance. Craniotomy flap or the laminectomy was done, and the dura opened in the similar fashion by the same instruments as for the nonIMRI case. Rubber bands made from the gloves were used, where ever retraction was needed and stitched to draping. Corticectomy is planned after the T1 contrast image to localize and minimize the cortical resection. From P3 to P1 and vice versa, the patient was taken in multiple session to excise the tumor to around 0.5 mm of margin for radiotherapy\[[@ref1]\] according to T1 contrast axial, coronal, and sagittal views, so that the resection is optimized and maximized. Immediate preclosure hematoma and edemas can be differentiated and cared for it.

Neuronavigation system, 5-aminolevulinic acid, or microscope have not been used because we were confident enough after seeing the initial results of final closure of MRI. The patients head were not fixed by any device except fixed at the ends of MRI table itself in the desired position by simple leucoplast tape.

Results {#sec1-3}
=======

We have operated 36 cases via IMRI from November 2005 to until date. The first case operated was on the 13^th^ November, 2005 \[[Figure 2](#F2){ref-type="fig"}\].

![The first operation done on the 13^th^ November, 2005](AJNS-12-691-g002){#F2}

Surgery for cranial lesions {#sec2-1}
---------------------------

Brain tumors = 22 cases (left frontal glioblastoma multiforme \[GBM\] = 5 cases \[[Figure 3](#F3){ref-type="fig"}\], right frontal convexity GBM = 3 cases, right parietal anaplastic astrocytoma Grade II = 5 cases, left parietal GBM = 5 cases, cerebellar astrocytoma = 4 cases), and ventricular peritoneal shunt placement = 1 case.

![Brain first case (left frontal glioblastoma multiforme)](AJNS-12-691-g003){#F3}

Surgery for spinal lesions {#sec2-2}
--------------------------

Sacral spinal tumor = 1 case, spinal syringomyelia = 1 case, spinal conus ependymoma = 1 case, and thoracic intramedullary tumor = 10 cases.

Discussion {#sec1-4}
==========

The disadvantage of 1.5 Tesla IMRI mainly was economically unaffordable to the general public, and also the setup is unaffordable to the neurosurgeon and management of the hospital. Hence in developing countries such as India, the scientific research is not in the reach of poor people or in general public sector hospitals where money is the main hindrance. Furthermore, the brunt of incompleteness of surgery due to unavailability of IMRI falls on the shoulder of a neurosurgeon. Taking all these factors, it was decided to use the refurbished three sided open "C' shaped 0.2 Tesla MR system which can be used both as a diagnostic and therapeutic purpose in a cost-effective manner. Furthermore, anesthesia monitoring of the patient from inside the operating room should be very convenient to anesthetist and neurosurgeon. The position of the patient did not take much time as the area was open and not producing many restrictions even when in the EPI center in MRI. The nursing staff and technicians had not to be trained much on the initial equipment being used because the instruments and the techniques were the same. Subsequent imaging in intraoperative duration was facilitated because we noted the two orthogonal axes that are X and Y axis of the table while doing scout films, so it just took average 1.31 min. Furthermore, if we want to take more images, then the other sequences were performed saving the intraoperative time. We specifically fixed to T1 contrast images for the completion of surgery, since we have seen that the information we gather from these T1 contrast suffices in most cases. All other sequences were completed at the time of closure. Since we did not use any frame for head fixation, we were able to operate on posterior fossa tumors as well. The sitting position is not possible. The various brain and spinal cases were operated via this arrangement with great ease. Furthermore from patients' affordability point of view, we charge only Rs, 5000.00 extra to other operative expenses. The various postoperative T1 contrast MRI final closure images shown here were very acceptable to such an extent that there is hardly any residual tumor left.

Advantages over western setups:

Low (0.2) Tesla open setup costs very low (around Rs. 40 lakhs) so highly affordable to management and thus to patients as compared to 1.5 or 3.0 Tesla IMRI setup (Rs. 15 crores)Low (0.2) Tesla open setup was used for diagnostic and therapeutic purposes both whereas 1.5 or 3.0 Tesla IMRI is mostly used for therapeutic purposes onlyLow operative costs (around Rs. 5000) so highly affordable to poor peopleAnesthesia is given within the MRI room on MRI table which is manually adjusted from P1 to P3 level so saving much operative timePortable Boyle\'s trolley is very cheap (around Rs. 10,000)All the equipment such as nitrous, oxygen, and suction are outside the MRI room so no noise inside the operative roomPositioning the patient, also took some time, as the area appeared to be restrictive in 1.5 or 3.0 Tesla IMRI closed type of setup\[[@ref4]\] but in low (0.2) Tesla open setup due to open type this problem is solved to a much extentThe nursing staff and technicians had to be trained on the initial equipment being used in 1.5 or 3.0 Tesla IMRI,\[[@ref4]\] but in our setup no special training required because of low (0.2) Tesla power of magnet and same instruments and techniquesSpecial nonmagnetic instruments required for the 1.5 or 3.0 Tesla IMRI setup,\[[@ref4]\] but in our system same neurosurgical equipments required because of low (0.2) Tesla power, and the operation is done in P3 level where magnetic lines hardly cause any deflection of normal equipment1.5 or 3.0 Tesla IMRI setup uses 5--8 min\[[@ref4]\] in re-registering and then sequencing but in low (0.2) Tesla open setup it is just 1.31 min/sequence and re-registration is not required since we always note down the two orthogonal axes in X and Y axis in preoperative imagingThe disadvantages with the 1.5 or 3.0 Tesla IMRI setup were that the integrated head fixation device cum MRI coil restricts all types of patient positioning, making it impossible for occipital and posterior fossa lesions\[[@ref4]\] but with low (0.2) Tesla open setup we were able to operate on posterior fossa tumors as well because of no head fixation except with leucoplast strap.

Disadvantages specifically encountered were:

Images are of inferior quality as compared to 1.5 or 3.0 Tesla IMRI but better than intraoperative ultrasound in taking decision for completeness of resectionFunctional MRI cannot be done due to low (0.2) TeslaBatteries of finger pulse oximeter and laryngoscopes were to be changed in nearly every case (may be because of the fact that the magnetic field nullifies the polarity of batteries)Re-registration from scout films required many a times if the co-ordinates of X and Y axis is not noted properlyDiagnostic MRIs at that moment of time is to be postponed.

Vedios at YouTube URLs intraoperative magnetic resonance imaging {#sec2-3}
----------------------------------------------------------------

[https://www.youtube.com/watch?feature = player_detailpage and v = 7hf74_GujN8](https://www.youtube.com/watch?feature=player_detailpageandv=7hf74_GujN8)[https://www.youtube.com/watch?feature = player_detailpage and v = THETr3Xnhxc](https://www.youtube.com/watch?feature=player_detailpageandv=THETr3Xnhxc)[https://www.youtube.com/watch?feature = player_detailpage and v = iIUIi9fYAHo](https://www.youtube.com/watch?feature=player_detailpageandv=iIUIi9fYAHo).

Conclusion {#sec1-5}
==========

This preliminary data from a primary neurosurgical care center from a developing country shows that the use of 0.2 Tesla open refurbished MRI is quiet useful in brain and spinal surgeries. This IMRI system at a very remote area is highly affordable for the neurosurgeons and for the patients too in comparison to 1.5 or 3.0 Tesla IMRI setups. Low (0.2) Tesla open IMRI setups were used as diagnostic as well as therapeutic purposes.
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